
Iluma Scan protocol for iDent



• Scan the patient with a 40 or 20 seconds 3.8 
mA scan with the template in the patients 
mouth

• Scan the upper and/or lower template with a 
40 seconds 3.8 mA scan using the 
Styrofoam scan box (supplied by iDent)



1. Select the scan

2. Reconstruct
Reconstruct Template 



1. Select 
resolution (iDent 
recommends 0.3 
mm)

2. Fill in comment 3. Select region of interest

4. Maintain 
full with in 
regards to 
the Region 
of interest

Reconstruct Lower Template

5. Reconstruct



Reconstruct Upper Template

1. Select 
resolution (iDent 
recommends 0.3 
mm)

2. Fill in comment 3. Select region of interest

4. Maintain 
full with in 
regards to 
the Region 
of interest

5. Reconstruct



1. Select the scan

2. Reconstruct
Reconstruct Patient 



1. Select 
resolution (iDent 
recommends 0.3 
mm)

2. Fill in comment 3. Select region of interest

4. Maintain 
full with in 
regards to 
the Region 
of interest

Reconstruct Patient Mandible

5. Reconstruct



1. Select 
resolution (iDent 
recommends 0.3 
mm)

2. Fill in comment 3. Select region of interest

4. Maintain 
full with in 
regards to 
the Region 
of interest

Reconstruct Patient Maxilla

5. Reconstruct



Review Reconstructions 
(4 reconstructions Total)

1. Select reconstruction 
with the yellow bullet

2. Select 
Review



Accept Reconstructions 
(4 reconstructions Total)

1. Accept Reconstruction



Export Reconstructions to DICOM 
(4 reconstructions Total)

1. Select reconstruction 
with the green bullet2. Export to 

Dicom file



5. Select reconstruction 
with the yellow bullet

1. Fill in the 
appropriate 
export name

Export Reconstructions to DICOM 
(4 reconstructions Total)

3. Browse to 
the appropriate 
Path name

2. Enable 

4. Must be 
512x512


