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Scan Protocols - quick reference Cone Beam Scanner

«Scan patient with jaws slightly opened using
a bite block or bite record’

« Patient Scan: with the template firmly fixed in the patient’s mouth
* Radiographic Guide Scan: template alone in the Styrofoam holder
» Dual Jaw Scans : Man. and Max. must be scanned separately

« Patient Scan: with the template firmly fixed in the patient’s mouth
« Dual Jaw Scans : Man. and Max. must be scanned scparately

« Radiographic Guide Scan: template alone in the Styrofoam holder
* Remove metallic objects such as jewelty and metal prostheses

* Save patient scan and template scan in separate folders

«Patient must be scanned with an X marker to
create a surgical guide. Entire X marker must
be scanned.

Matrix 512 x 512
FOV between 140 and 170 mm

Reconstruction interval 5.0 mm
Voxel 0.3 - 0.5 mm

Slice Thickness <0.5
Reconstruction Interval 0.5mm
FOV index markers should appear in FOV

Matrix 512 x 512

FOV 140 - 180 mm
Slice thickness 0.4 mm
Step increment 9.4 mm
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